A primary advantage of label-free detection methods over fluorescent measurements is its quantitative detection capability, since an absolute measure of adsorbed material facilitates kinetic characterization of biomolecular interactions. Interferometric techniques relate the optical phase to biomolecular layer density on the surface, but the conversion factor has not previously been accurately determined. We present a calibration method for phase shift measurements and apply it to surface-bound bovine serum albumin, immunoglobulin G, and single-stranded DNA.
Introduction
Macromolecule interactions involving proteins and DNA are at the core of our understanding of cell biology and disease. The importance of techniques to interrogate these interactions via in vitro binding to a solid support, especially those that are highthroughput such as in arrayed systems, has been firmly established in both biological research and medicine (Stears et al., 2003; Predki, 2004; Macbeath and Schreiber, 2000; Zhu et al., 2001) . Commonly, probe molecules are immobilized on a solid support using surface chemistry, target molecules are introduced in solution, and ensemble binding interactions between targets and probes are detected by fluorescently labeled secondary reagents (Espina et al., 2004) . Although very successful for qualitative analyses, labeled fluorescence detection is an indirect measure of binding and molecular accumulation. Generating quantitative and real-time data with labeled techniques is difficult due to surface-and self-quenching at high densities (Ramdas et al., 2001) , non-linear responses due to bleaching, lifetime and energy transfer issues (Song et al., 1995) , and problems associated with quantifying responses between different fluorophores, assays, and measurement equipment. Additionally, the fluorescent molecules may alter the natural binding properties of the target molecules. As a result, complex calibrations are required for quantification of labeled signal response (Haab et al., 2001) .
Label-free detection techniques have been developed for dynamic and quantitative sensing and have provided the advantages of simplicity and cost effectiveness (Ramachandran et al., 2005; Zhu and Snyder, 2003; Yu et al., 2006; Mitchell, 2002; Cooper, 2002) . A leading technology in label-free sensing is the surface plasmon resonance (SPR) technique which has demonstrated quantitative and dynamic measurement capabilities (Jung et al., 1998; Campbell et al., 2002) . Optical interferometric techniques that use layered substrates as solid supports for immobilized probes have gained attention as well because of their simplicity and sensitivity (Schmitt et al., 1997; Nikitin et al., 2005; Zhao et al., 2007; Bergstein et al., 2008; Özkumur et al., 2008) . In interferometric approaches, the signal is created by an additional phase shift or optical path length difference (OPD) caused by the adsorbed biolayer. Özkumur et al. / Biosensors and Bioelectronics xxx (2009) The concentration of DNA is given in units of M and the others are shown in mg/mL. The concentration of the most concentrated DNA solution is shown in mg/mL as a reference. The molar mass of DNA was taken as 7245 g/mol as specified by the manufacturer.
The dielectric solid support materials are optically homogenous and have a uniform refractive index at the wavelengths used, implying a simple model where the optical path length that creates the phase delay is the product of the distance traveled and the refractive index.
Here we validate this model for adsorbed layers of DNA and protein using an interferometric detection technique. A similar investigation was conducted previously by De Feijter et al. They modeled adsorbed protein layers as having a fixed height based on the dimensions of the molecule with a variable refractive index based on surface concentration, and used ellipsometric measurements to validate their model (De Feijter et al., 1978) . More recently, other investigators have made the approximation that adsorbed protein layers can be modeled as having a fixed index and a variable height (Schmitt et al., 1997; Nikitin et al., 2005) . The aim of the present work is to validate the fixed-index model and to calibrate measured signals against known surface concentrations for DNA and protein.
We have recently introduced an interferometric technique termed Spectral Reflectance Imaging Biosensor (SRIB) that can detect label-free and dynamic biomolecular interactions in a highthroughput format (Özkumur et al., 2008) . A silicon chip with a top layer of thick uniform oxide is used as the solid support for arrayed biomolecules. A tunable laser is incident on the array and reflection spectra are recorded for hundreds of spots simultaneously. The mass at each spot is found by measuring the phase difference between the biolayer and buried mirror reflections in the collected reflection spectra. A key advantage of SRIB over evanescent wave techniques such as SPR or waveguide sensors is that SRIB is highly insensitive to changes in temperature or buffer refractive index because the two reflections causing the phase shift are copropagating. We have also recently shown that SRIB is insensitive to changes in molecular conformation on the surface, a topic that will be revisited in the discussion.
In our experiments, we detected the OPD for adsorbed protein and DNA using SRIB and calculated the height of the layers by assuming a uniform refractive index of n = 1.45. The height values were then compared to the known mass deposited on the surface. The ability to quantify mass by this method was assessed for oligomeric single-stranded DNA (ssDNA), bovine serum albumin (BSA), and immunoglobulin G (IgG) and results were compared with fluorescent measurements.
Materials and methods

Sample preparation and spotting of biomolecules
Silicon substrates with a thermal oxide of ∼17 m and 0.4 nm RMS roughness were purchased. Samples were cut to the size of standard microscope slides (25 mm × 75 mm) and cleaned. The surface treatment and spotting protocols used for the quantification and saturation coverage experiments are described below.
Calibration experiments
For the quantification experiments to demonstrate the linearity of SRIB measurements and calibrate the measured optical thickness with the adsorbed mass, no additional surface treatment was used. Spotting solutions were prepared by dissolving salt-free BSA, IgG, and ssDNA in milli-Q water so the resultant mass at each spot was entirely due to the macromolecules following the evaporation of water.
High purity salt-free (HPSF) single-strand DNA was purchased from Eurofins MWG Operon (Germany) and dissolved in milli-Q water to a concentration of 100 M. Protein powders and spotted slides were kept in a sealed chamber containing a saturated solution of lithium bromide to control the environment humidity. All operations requiring the handling of dry protein powder or spotted slides were carried out in an inert argon atmosphere in a dry box.
Rabbit IgG and BSA (Sigma, St. Louis, MO) were dissolved in milli-Q water at a concentration of 10 mg/mL and extensively dialyzed using 12 kDa cut-off dialysis tubing (Sigma) against milli-Q water. After dialysis, the protein solutions were lyophilized and the resulting protein powders were re-dissolved by adding milli-Q water up to a final concentration of 2 mg/mL. Protein and DNA were serially diluted with milli-Q water using high precision pipettes from Gilson (Middleton, WI) down to the final concentrations reported in Table 1 . The solutions were spotted using a Scienion SciFlexarrayer S5 (Berlin, Germany) piezoelectric arrayer equipped with the sciDropVOLUME software, a tool to measure the absolute volume of the droplets dispensed by a SciFlexarrayer piezo nozzle. For each spot, a photograph of the actual droplet in mid air is used to calculate the spotted volume. As an additional validation of the spot volumes, we spotted 10,000 times under identical experimental conditions and observed that the solution consumed was consistent with the average spot volume multiplied by 10,000 (data not shown).
For each biomolecule, 6 different concentrations were spotted in 2 rows of 10 spots each, forming 20 replicate spots for each concentration. Two identical slides, each spotted with two array replicates of 12 by 10, were prepared, yielding four replicate arrays for array-to-array and sample-to-sample comparison of the results. The average spotting volumes for three different biomolecules are given in Table 1 .
For DNA, the total mass of a 23 mer of sequence 5 -NH 2 -(CH 2 ) 6 -GCC CAC CTA TAA GGT AAA AGT GA-3 was calculated assuming a molar mass of 7.245 kDa. The predicted mass spotted was calculated by using the values given in Table 1 . An oligonucleotide fragment of sequence: 5 -TCA CTT TTA CCT TAT AGG TGG GC-3 , labeled with Cy5, from Eurofins MWG Operon (Germany) was also spotted and scanned with a ProScanArray Microarray Scanner (PerkinElmer, MA, USA) for direct comparison of SRIB and fluorescence detection techniques.
Saturation coverage experiments
For the determination of saturation coverage, the surfaces were functionalized with a polymeric coating following procedures G Model BIOS-3358; No. of Pages 6 E. Özkumur et al. / Biosensors and Bioelectronics xxx (2009) xxx-xxx 3 Fig. 1 . (a) Basic working principle of the SRIB system. A tunable laser illuminates the surface and reflections from the surface are recorded by a CCD camera. Multiple reflections from the layered substrate form an interference pattern. This interference pattern is detectable on a CCD camera as intensity variations when the illumination wavelength is changed. Accumulation of biological material on the surface shifts the interference pattern which is detected by the corresponding pixels as a change in height. (b) Schematic of the SRIB system. The laser light is passed through a pair of rotating ground glass disks prior to illumination. Reflection is captured by a CCD camera using an imaging system that has variable zoom for optimizing the field of view to a variety of array sizes. The photodetector is used to track changes in the intensity of the laser.
described elsewhere (Cretich et al., 2004) . The functional groups of the polymeric coating permit immobilization of biomolecules on the surface through covalent attachment to amine groups. Spotting solutions were prepared by dissolving BSA and IgG in phosphate buffered saline (PBS), and amine labeled ssDNA in 150 mM potassium phosphate buffer of pH 8.5. The same molecular concentrations given above for the quantification experiments were used. After spotting, the slides were kept in a 75% humidity chamber overnight at room temperature, and washed with PBS containing 0.1% Tween20, PBS only, and milli-Q water, then dried with argon before data acquisition using SRIB.
Optical setup and data acquisition
The SRIB technique has been described previously for label-free microarray sensing and imaging (Özkumur et al., 2008) . A layered substrate consisting of thermally grown SiO 2 on Si is used as a solid support for biomolecules. The spectrum of light that is reflected from the substrate is modulated due to the reflections occurring at different interfaces and the frequency of this modulation determines the total OPD between the top surface and the buried surface reflections (SiO 2 -Si interface). The interference between these reflections is an accurate measure of the optical phase delay which yields the thickness of this layer, including any adsorbed biomolecules. In the present work, the measured thickness is the combined result of the optical path length of the oxide alone plus the optical path length of the additional adsorbed material. The emission from a tunable laser (TLB6300, NewFocus, San Jose, CA) is passed through a rotating ground glass module to reduce the coherence-related speckle artifacts, then beam-expanded and incident on the sample. The reflected light is recorded by a CCD camera (Rolera-XR, QImaging, Surrey, BC, Canada) as a function of the laser wavelength for the entire field of view (FOV). Following data acquisition, the reflection spectrum at each pixel position is fit to an interference model to find the optical path difference between the reflections from the SiO 2 surface and the SiO 2 -Si interface (Fig. 1a) . High-throughput is provided by simultaneous recording of the phase information for the entire FOV.
The SRIB schematics is shown in Fig. 1b . The laser output is coupled to a 2 × 2 fiber coupler, with one arm attached to the apparatus illuminating the sample while the other arm is attached to a photodetector (PDA36A, Thorlabs, Newton, NJ) used to track intensity fluctuations of the laser. During data acquisition, the laser wavelength was scanned from 769 to 781 nm in 1 nm steps and 50 images were averaged at every wavelength to improve the data. The laser, photodetector, and camera were controlled with Labview software (National Instruments, Austin, TX).
Data processing
Following data acquisition, the interference curves at each pixel are fit to an interference model described previously, using a least squares approach (Özkumur et al., 2008) . The OPD then results in a thickness value for each pixel using n = 1.45 which has been used elsewhere in the literature (Nikitin et al., 2005; Schmitt et al., 1997) . The height of a spot was found by subtracting a reference thickness 
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Fig. 3.
SRIB measured results compared with the spotted mass. The data was acquired from each array by finding the average height of spots which is a measure of mass density. For valid comparison to total mass, the average height was multiplied by the area of the inner circle that was used to measure the height. This value is compared with the spotted mass of (a) IgG, (b) ssDNA, and (c) BSA. The error bars are the standard deviations of the spot-to-spot variation in the same array. (d) Comparison of SRIB response with fluorescence measurements. The spotted DNA array was scanned with a fluorescence scanner and the SRIB system before washing. The signals were normalized to plot them on the same graph. Note that in the case of DNA, even the highly concentrated spots are in the linear response regime of SRIB measurements. In all plots, the error-bars represent the standard deviation of measurements from spot-to-spot. Errors on the surface area estimation during the analysis are coupled into spot-to-spot variations and represented in the vertical-axis error-bars. A source of error for the horizontal axis is the variation of spotting volumes and it was measured to be insignificantly small. Therefore, no error-bars were used for the horizontal axis.
(oxide only) from the average total thickness arising from both the oxide and the bound molecules. The reference thickness was found by averaging the values of all pixels included in a ring surrounding the spot. The inner value was found by averaging all the pixels included in a circle that contains the entire spot (Fig. 2c) . For IgG, with a maximum spot radius of ∼70 m, this would correspond to about 150 pixels averaged to determine the inner value.
Results
Linearity of SRIB measurements
The precise mass of ssDNA, BSA and IgG delivered to each spot on the surface was determined by carefully controlling the concentration of these macromolecules in salt-free water, accurately measuring the volume of liquid dispensed to each spot, and allowing the spots to dry completely. For each of the three different molecules, 4 arrays containing 120 spots were created. Each array was spotted with 6 different concentrations ranging over a factor of ∼32, with 20 spots across two rows at each concentration. Fig. 2 shows an SRIB image of an array for each molecule. The height value for each spot was determined as described in Section 2 using a fixedindex model and this was compared with the spotted mass (via Table 1 ). The results of the SRIB measurements are shown in Fig. 3 . In these plots, only the first 5 concentrations of ssDNA and BSA, and the first 4 concentrations of IgG are shown since the higher concentrations were beyond the linear response of SRIB. For the IgG spots with ∼180 pg total mass, the spot radius was measured as ∼70 m, corresponding to a surface concentration close to 12 ng/mm 2 . In this range of typical experimental layer densities of 20 ng/mm 2 and below, SRIB responses are linear. We measured the system noise floor at 5 pm when taking the measurements in dry environment (corresponding roughly to ∼5 pg/mm 2 , see Section 4), indicating the system has a dynamic range of ∼4 orders of magnitude. According to our simulations, we expect a non-linear response as the layer thicknesses approach 20-30 nm, corresponding to 20-30 ng/mm 2 . This is due in part to the layer thickness becoming a significant fraction of the wavelength and thus requiring a more detailed model, increasing layer non-uniformity for thick layers, and disparities between the empirical index and the assumed model index of 1.45. We observe this non-linear behavior for highly concentrated spots with surface densities greater than 20 ng/mm 2 .
The SRIB linear dynamic range was also compared with fluorescence measurements by spotting fluorescently labeled DNA. The responses of both SRIB and the fluorescent scanner are plotted in Fig. 3d . Even though the amount of DNA in the highly concentrated spots is well above what is typically used, it nonetheless shows the superior linearity and dynamic range of SRIB measurements.
Relation between optical thickness and adsorbed mass
The linear relationship between spotted mass and the measured spot height was determined from the slopes of the fits to the data in Fig. 3 . The surface concentration (pg/mm 2 ) is simply the known spotted mass divided by the measured spot area. Table 2 summarizes the resulting relationship between surface density and spot height; 1 nm of measured height correlates to surface concentrations of 1.21 ng/mm 2 for BSA, 1.28 ng/mm 2 for IgG, and 0.80 ng/mm 2 for DNA. In these measurements, the array-to-array variations of measured slope are on the order of 3%, a rather encour- Table 2 Relationship between effective spot height (using a fixed refractive index of n = 1.45) and surface concentration for different macromolecules.
(ng/mm 2 )/1 nm The measured slopes of the linear fits shown in Fig. 3 were compared to the measured spot areas to calculate the given values. The thickness-tosurface density conversion factors were used to find the surface concentration of adsorbed biomolecules. Increasing concentrations of the samples were spotted on a functionalized slide and the slide was washed to remove the unbound material after an overnight incubation. For BSA, the spot diameter increased with increasing spotting concentration causing an expanded spot morphology, and prevented the saturation of surface coverage. However, we measured saturation surface concentrations of 15 × 10 11 molecules/cm 2 for IgG and 1 × 10 13 molecules/cm 2 for ssDNA which agreed well with the theoretical and previously measured values.
aging empirical result. Note also that while these values are close to the generally accepted conversion between height and density, they differ by ∼20% depending on the molecule.
Saturation surface coverage for IgG and BSA
To explore the saturation surface coverage of IgG, BSA and ssDNA, these molecules were spotted on the functionalized slides. The spotting and surface functionalization protocols are described in Section 2. The slides were imaged using SRIB after washing the excess unbound molecules. The optical thickness was determined for each spot and converted to mass density using the height-to-density conversions summarized in Table 2 . The density of molecules was determined by dividing the measured mass density by the molecular weight of 66 kDa for BSA, 150 kDA for IgG and 7.245 kDa for ssDNA. Surface densities of biomolecules depending on the spotting concentrations are plotted in Fig. 4 . For the BSA sample, the spot diameter increased rapidly as the spotting concentration increased, so the surface concentration saturated at ∼6 × 10 11 molecules/cm 2 , well below the expected limit of surface coverage. For the IgG sample, however, surface coverage saturated at ∼15 × 10 11 molecules/cm 2 , very close to the theoretical limit of 17 × 10 11 molecules/cm 2 reported elsewhere (Oliviero et al., 2008) . The saturation surface coverage for ssDNA was measured as ∼1 × 10 13 molecules/cm 2 , which is consistent with the earlier studies that were conducted to characterize the polymeric surface coating .
Discussion
Interferometric techniques for detecting label-free binding interactions on a surface generally assume a linear relationship between the OPD and bound macromolecule mass. Quantitative measurements require an experimentally verified model relating the phase delay to number of molecules (or mass) on the surface. Some investigations have modeled the OPD as the result of an adlayer of fixed-height with a refractive index that varies linearly from the bulk solution index to a saturating index for a monolayer, a model we refer to as the fixed-height approach (De Feijter et al., 1978; Voros, 2004; Davis and Wilson, 2000) . Alternatively, others have assumed a fixed refractive index for the adsorbed layer, typically n = 1.45, and relate the OPD to an effective thickness or height, a model we refer to as fixed-index (Nikitin et al., 2005; Özkumur et al., 2008; Piehler et al., 1996; Moiseev et al., 2006) . Ultimately, both the fixed-index and fixed-height approaches are approximations and a calibration with known concentrations of biomolecules on the surface is required. In this work, we have accomplished such a calibration for the SRIB system using the fixed-index model.
In the fixed-height model, refractive index and surface concentration are related to each other with the equation:
where n 1 and n 2 are the refractive indices of the biolayer and surrounding medium (air or buffer), respectively, c a is the surface concentration, and dn/dc is the incremental refractive index. This equation was validated by De Feijter et al. (1978) and they have found the incremental refractive index of a few proteins to be ∼0.18 cm 3 /g. Consistent results were shown in the literature using SPR (Davis and Wilson, 2000; Wolf et al., 2004) . More importantly, the values reported for the incremental refractive index are consistent with those measured in bulk (Ball and Ramsden, 1998) . This gives us confidence that adsorbed protein layers can be treated similarly even though tests have not been performed for each type of protein. This result is somewhat intuitive if one considers that the refractive index of the adsorbed layer is a function of the types of molecular bonds interacting with the light. The types of bonds in proteins arising from a distribution of the same amino acids are similar and their prevalence will scale with the number of bonds roughly as the mass of adsorbed protein, leading to this incremental refractive index. Other approaches have taken the alternative model that the index of protein layers is fixed at n = 1.45 and it is the height that is varying linearly between 0 and a saturating level. The refractive index of adsorbed single-stranded DNA layers was also measured as n = 1.46 (Elhadj et al., 2004) , conveniently close to protein layer approximation of n = 1.45. Gauglitz and co-workers have used the approximation of 1 pm height corresponding to 1 pg/mm 2 of biotin accumulation (Piehler et al., 1996) and Shumaker-Parry and Campbell showed a theoretical derivation for SPR signal approximating 1 pm to 1.3 pg/mm 2 of BSA or streptavidin (SA) (Campbell et al., 2002) .
We have shown previously that for SRIB, the discrepancy between the fixed-height and fixed-index models is typically less than 5% for layer thicknesses smaller than the wavelength of light (Özkumur et al., 2008) . Supporting this, we have recently shown that the conformational change of a polymeric coating on the surface did not significantly change the mass measurements (Yalç ın et al., 2009) . In an independent experiment, we determined that the polymer swelled from 2 to 20 nm when hydrated, allowing us to vary the refractive index of the layer significantly. Yet, this index change caused only about a 10% change in the detected thickness for SRIB measurements supporting our claim that the accuracy of measured thicknesses is independent of index and demonstrating that the accuracy of the SRIB system is insensitive to the model used. E. Özkumur et al. / Biosensors and Bioelectronics xxx (2009) xxx-xxx 
Conclusions
We have quantitatively calibrated the optical path difference in interferometric sensing to the surface-bound concentrations and masses of adsorbed layers of ssDNA, BSA, and IgG. Furthermore, we have shown that the correlation between OPD and bound mass can be well modeled with a fixed-index model with refractive index of n = 1.45, allowing us to calibrate the measured height to the absolute density of surface-bound molecules. We have demonstrated that our SRIB system has a linear dynamic range of nearly 4 orders of magnitude, which is comparable to standard SPR (Jung et al., 1998) and considerably better than imaging SPR (Campbell et al., 2002) . We have also shown that label-free measurement of surface-bound DNA mass is comparable to fluorescence measurement methods for lower densities while being more linear across a wider range of surface concentrations. Finally, these results can be used to quantify protein-binding data, which has been difficult and challenging with fluorescence or other labeling techniques (Ramachandran et al., 2005; Bally et al., 2006) .
